
TR-OPC02 Dental Chair

Instructions for Use

IMPORTANT NOTICE

This manual provides operating instructions for the TR-OPC02 Dental Chair.

The instructions contained in this booklet should be thoroughly read and understood

before operating the unit.

After the installation is completed, keep this manual in a safe place and refer to it for

future maintenance.
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1. Description of the Unit

1.1 Overview of the Chair
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1.2 Dimensions
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1.3 Technical data

Model designation TR-OPC02 Dental Chair

Power connection 110 V, 60 Hz / 220 V, 50 Hz

Rated current 3.2 A

Fuse for the unit 05 X 20, 6.3A

Protection class Class I equipment

Degree of protection
against electrical shock Type B applied parts

Mode of operation Continuous operation with intermittent
loading corresponding to a normal dental
mode of operation.
Permanently connected unit.

Transport and storage
conditions

Temperature: -40°C to +55°C
Relative humidity: 10%–95%
Barometric pressure: 50 kPa–1,06 kPa

Total weight of the
equipment

135 kg±5 kg

Patient chair (chair
cushion) minimum height

≤ 480 mm

Patient chair (chair
cushion) maximum height

≥ 800 mm

Backrest anteversion
angle

85°± 5°

Backrest elevation angle 145°±5°
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2 Safety Information

2.1 Identification of danger levels

To prevent personal injury and material damage, please observe the warning and safety
information provided in this document. Such information is identified as follows:

IMPORTANT

Application instructions and other important information.

Pay attention to the enclosed document

Type B Applied part

Explanation to the symbol on the wood boxes

No heavy No raining Upward Handle No direct
Pressure Placement with care sunshine

WARNING

A possibly dangerous situation that could result in serious bodily injury or death.

NOTICE

A possibly harmful situation that could lead to damage to the product or to an object in
its environment.
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2.2 Product Disposal
Disposal of the device to ensure compliance with your local environmental regulations.

2.3 Interference with Electromedical Devices
To guarantee the operational safety of electromedical devices, it is recommended that the
operation of mobile radio telephones in the medical practice or hospital be prohibited.

2.4 Incompatible Units or Accessories
To guarantee the operational safety and function of this device, the use of unapproved unit or
accessories is not advised. Doing so could result in potential hazard. Only use authorized
accessories and devices.

2.5 Obtaining Technical Literature
The manufacturer will make available on request circuit diagrams, component parts lists,
descriptions, calibration instructions or other information that will assist technical personnel to
repair and replace serviceable items.

2.6 Safety Precautions
Review the following safety precautions to avoid injury and prevent damage to this
equipment. Use this product only as specified.

WARNING

For reasons of product safety, this product may be operated only with original accessories
or third-party accessories expressly approved. The user assumes the risk of using
non-approved accessories.

WARNING

This product is intended for use by trained dental/medical professionals only.

WARNING

1.This product is designed for use in an indoor, temperature-controlled, office environment.

2.No modification of this equipment is allowed.
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As manufacturers of elector-medical products we can assume responsibility for
safety-related performance of the equipment only if maintenance, repair and modifications
are carried out only by us or agencies we have authorized for this purpose, and if
components affecting safe operation of the chair that may be needed are replaced with
original factory authorized parts.

We suggest that you request a certificate showing the nature and extent of the work
performed, from those who carry out such work, and specify that the certificate show any
changes in rated parameters or working ranges, as well as the date, the name of the firm
and a signature.

WARNING

3.To avoid risk of electric shock, this equipment must be connected only to supply mains
with protective earth.

4.Power cords and their associated parts cannot be substituted without increased risk of
electric shock or fire. we recommend the use of original equipment replacement parts only.
Power cords must be installed by qualified personnel. Make sure all service loops, strain
reliefs, and cord guards are in place and that line, neutral and ground wires are secured.

5.Use a licensed electrician for all wiring.

6.This product must be disinfected before use.

7.Failure to disinfect equipment between patients could expose user/patient to cross

contamination and bio-burden/bio-contamination.

8.Maximum load rating for this chair is 298 lbs. To avoid personal injury and/or damage to
the chair, do not exceed this limit.

9.To avoid possible injury and/or damage to the chair, do not apply full body weight on the
headrest, backrest, toeboard or armrest(s). Doing so may cause the chair to tip.

10.Use caution when using arm rests for leverage when exiting the chair, as arms may
move and cause patient to fall or get injured.

11.Do not operate chair when any cover is removed. Doing so may result in injury to

the operator.

12.Do not place knees or legs under chair arm support when chair is being lowered.
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3 OPERATION

3.1 Chair Control Options

Option 1: built-in foot control. Option 2: External foot control.

3.2 Articulating Headrest
The locking knob allows you to secure the headrest in a full range of positions. Release the
headrest by turning the locking knob counterclockwise. Then adjust the headrest for a proper
fit. Lock the headrest in the desired position by turning the knob clockwise. For height
adjustment, slide the headrest and glide bar up or down.

Height Adjustment
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4 Cleaning, Disinfecting & Sterilization
Equipment can be cleaned with a solution of mild detergent and warm water. A variety of
surface disinfectants are available for use in dental treatment rooms. Some of these can
cause discoloration of painted, plated or anodized surfaces with repeated use. This can be
minimized by careful adherence to the disinfectant manufacturer’s instructions and by
frequent washing with soap and water.

IMPORTANT

Do not use powdered cleansers, scouring pads or abrasive scrubbers on any of the
painted, plastic or metal surfaces of this dental unit. To remove dried-on material, use a
soft-bristled brush and a solution of mild detergent.

4.1 Disinfection & Sterilization

Infection Control in the dental office continues to be a high priority for our customers and end
users. OSHA, the ADA and the CDC are also involved in this complex issue. The
Manufacturer will not attempt to specify the required intervals for disinfection nor can it
recommend the overall best surface disinfectant. Please refer to the Infection Control
Recommendations published by the American Dental Association for further information. The
question is often asked, “What should I use to disinfect my dental unit, chair and light?” This
question is more complex than it seems because of the wide variety of products on the
market as well as formulations of the products changing to meet the needs of increased a
sepsis.

4.2 Chemical Disinfection

Regardless of the chemical disinfectant used, it is imperative that the equipment be
thoroughly washed with mild soap and warm water at least once per day. This wash down will
minimize the harmful effects of chemical disinfectant residues being allowed to accumulate
on the equipment. When using chemical disinfectants, always pay strict attention to the
disinfectant manufacturer’s directions. When using concentrated disinfectants, measure the
concentrate carefully and mix according to package directions. Disinfectant solutions that are
relatively harmless to surfaces at their recommended strengths can be corrosive at higher
than recommended dilution ratios.

4.3 Barrier Technique

The Manufacturer strongly advocates the barrier technique be used whenever possible to
preserve the finish and appearance of the equipment. Wherever possible disposable barriers
should be used and changed between patients. The barrier technique will ensure maximum
long term durability of the surfaces and finishes of the equipment.
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4.4 Unacceptable Disinfectants

Disinfectant containing the following chemicals will harm the surface finishes of dental
equipment and are not recommended. Use of these products will void your warranty.

1.Strong Phenols/Phenol Alcohol combinations
2.Sodium Hypochlorite/Household Bleach
3.Sodium Bromide
4.Strong Alcohol
5.Household Cleaners (Dental Equipment Only)
6.Citric Acids
7.Lodophors, Iodophor-based disinfectants will cause yellow staining on many surfaces.
8.Ammonium Chloride
9.Accelerated Hydrogen (0.5%)

4.5 Conditionally Acceptable Disinfectants

These disinfectants have been found to be the least harmful to the equipment surfaces by
our test methods.

1.Quaternary Ammonium

WARNING
Disinfect only by wiping, no spray disinfection. Please be aware that TR-OPC02 expressly
rejects any claims for warranty or damages when using other cleaning and disinfection
solutions.

WARNING
The Manufacturer makes no representation as to the disinfectant efficacy of these
products. We make no warranty expressed or implied that these disinfectants will not
damage the surface finishes. Damage and discoloration of the surface finishes are not
covered under the warranty.
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4.6 Note
As with all cleaning products, first clean a small inconspicuous area to ensure the material will
not discolor or fade. It is recommended that each stain be cleaned in a step by step manner
using the sequence below:

1. Regular Cleaning
A Solution of %10 household liquid dish soap with warm water applied with a soft damp cloth.
Rinse with clean water and wipe dry. Cleaning frequency depends upon use. It is
recommended that upholstery be cleaned between patients.

2. Stubborn Stains
Use detergent cleaners such as Formula 409 or Fantastik. Wipe using a soft cloth or bristle
brush. Rinse with clean water and wipe dry.

3. More Difficult Stains
Carefully clean the stained area with lighter fluid (naphtha) or rubbing alcohol. Apply with a
soft white cloth and rub gently. Rinse with clean water and wipe dry.

4. Ultra Leather Upholstery
 Clean spots with mild soap and water or an ordinary household cleaner such as

Fantastik or 409 cleaners. Wipe off any soap residue with a clean damp cloth.
 Air dry or dry quickly with the warm setting on a hair dryer.
 For stubborn stains use a mild solvent.
 Disinfect ultra leather upholstery with a 5:1 bleach solution.
 Dry cleanable by conventional methods using commercial dry cleaning solvent.

5.Other Tips
 Always apply cleaners with a soft white cloth. Avoid the use of paper towels.
 When using strong cleaning solutions such as alcohol, it is advisable to first test in an

inconspicuous area.
 Never use harsh solvents or cleaners that are intended for industrial use.
 To restore luster, a light coat of spray furniture wax may be used. Apply to chair; allow to

set for 30 seconds. Lightly buff dry with a cleanm dry cloth.
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EMI

MEDICAL ELECTRICAL EQUIPMENT
ELECTROMAGNETIC COMPATIBILITY

(INSTRUCTIONS FOR USE)

ELECTROMAGNETIC COMPATIBILITY
Electrical medical devices are subject to special EMC safety measurements and as a result the
equipment
must be installed according to the Mr.right installation instruction manual.

ELECTROMAGNETIC COMPATIBILITY
This equipment has been tested and found to comply with the requirements for medical devices of
IEC 60601-1-2 and is intended to be installed in a typical medical environment.

INTERFERENCE FROM OTHER EQUIPMENT
If other equipment is used adjacent to or stacked with the Mr.right equipment the system must be
observed to verify normal operation



Mr. Right Headquarters

Tree USA Inc.
616 Corporate Way Suite 2-3123, Valley Cottage,

NY 10989, USA.

Tel: +1(845)669-6266

www.mrrightdental.com

Mr. Right China

Foshan Tree Dental Co. Ltd
First of No. 2 Baidong Dagang Industrial Center

Xiqiao Nanhai, Foshan, Guangdong, China.

Tel:+86-0757-81027077
Email: mr.right@mrrightdental.com
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